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The	double-stack	MLC	system	has	adequate	RF	shielding,	an	overall	
less	inter- and	intra- leaf	transmission,	and	a	good	agreement	with	TPS	
on	output	factor	prediction.	Picket	fence	is	a	good	test	to	evaluate	the	
positioning	accuracy	for	both	layers	individually.	


